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Produkt /
Product

3B5-4=P* 3B5*, 3B1* 3C98-3* 3C60*

0° 5° 2° 5°

-  2  1  2

Produkt / 
Product

4R48=5.0* 4R47=5.0* 3B5-4=P*

3B5*, 3B1* 

3B5*ST, 3B1*ST
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Datum der letzten Aktualisierung: 2023-08-17
Date of last update: 2023-08-17

Genium X4 3B5-4=P/ 3B5-4=ST - 647G1734-0

Instructions for use (qualified personnel) ................................................................. 3

Genium X4 3B5-4=P/3B5-4=ST



4 |

Gebrauch/Use 4R48=5.0*, 3B5-4=P*
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Gebrauch/Use 4R47=5.0*, 3B5-4=P*
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Otto Bock Healthcare Products GmbH
Brehmstraße 16 · 1110 Wien · Austria
T +43-1 523 37 86 · F +43-1 523 22 64
info.austria@ottobock.com · www.ottobock.com


